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CASE NARRATIVE
Client: GSI Environmental, Inc

Project: GSI - McConnell AFB (SWMU 207)
Report Number: 280-68601-2

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

RECEIPT
Six samples were received on 05/01/2015; the samples arrived in good condition, properly preserved and on ice.  The temperature of the 
cooler at receipt was 1.0°C.

The Chain of Custody appears as though multiple analyses requested for samples 54400-MW181-0415 (280-68601-2) and 
54401-MW181-0415 (280-68601-3) may have been crossed out.  It was confirmed on Friday, May 01, 2015 that all analyses marked with 
an "X" should be performed, and that no analyses were intended to be crossed out.

Please note - this report contains the results of Total Phosphorus and Sulfite, which the TestAmerica Denver laboratory does not hold 
DoD ELAP certification for.  These parameters are being reported under the TestAmerica Standard QC program, and not as a DoD QSM 
5.0 report.

TOTAL PHOSPHORUS
Samples 54400-MW181-0415 (280-68601-2) and 54401-MW181-0415 (280-68601-3) were analyzed for total phosphorus in accordance 
with EPA Method 365.1. The samples were prepared and analyzed on 05/12/2015. 

No analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

SULFITE
Samples 54400-MW181-0415 (280-68601-2) and 54401-MW181-0415 (280-68601-3) were analyzed for sulfite in accordance with SM20 
4500 SO3 B. The samples were analyzed on 05/04/2015. 

No analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.
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SAMPLE SUMMARY

Client:   GSI Environmental, Inc Job Number:   280-68601-2

Client Sample IDLab Sample ID Client Matrix Sampled Received
Date/Time Date/Time

280-68601-2 54400-MW181-0415 Water 04/30/2015  1105 05/01/2015  0725

280-68601-3FD 54401-MW181-0415 Water 04/30/2015  1105 05/01/2015  0725
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EXECUTIVE SUMMARY - Detections

Client:   GSI Environmental, Inc Job Number:   280-68601-2

Analyte Result
Reporting 
Limit Units  Method

Lab Sample ID      Client Sample ID
Qualifier

280-68601-2 54400-MW181-0415

0.15 mg/L 365.10.022 JTotal Phosphorus as PO4
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METHOD SUMMARY

Client: GSI Environmental, Inc Job Number: 280-68601-2

Preparation MethodMethodLab LocationDescription

Matrix: Water

Phosphorus, Total TAL DEN EPA 365.1

Phosphorus, Total TAL DEN MCAWW 365.2/365.3/365

Sulfite TAL DEN SM SM 4500 SO3 B

Lab References:

TAL DEN = TestAmerica Denver

Method References:

EPA = US Environmental Protection Agency

MCAWW = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.

SM = "Standard Methods For The Examination Of Water And Wastewater"
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METHOD / ANALYST  SUMMARY

Client:   GSI Environmental, Inc Job Number:   280-68601-2

Method Analyst Analyst ID

Schwemin, Andrew J AJSEPA   365.1

Bland, Morgan R MRBSM   SM 4500 SO3 B

TestAmerica Denver
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Analytical Data

Client:   GSI Environmental, Inc Job Number:   280-68601-2

General Chemistry

Client Sample ID:

Lab Sample ID:

54400-MW181-0415

Client Matrix:

280-68601-2

Water

Date Sampled:  04/30/2015 1105

Date Received: 05/01/2015 0725

Analyte Result Qual Units MDL RL Dil Method

Total Phosphorus as PO4 0.022 J mg/L 0.015 0.15 1.0 365.1
Analysis Date: 05/12/2015 1951Analysis Batch: 280-277169

Prep Batch: 280-277109 Prep Date: 05/12/2015 1517

Sulfite 0.50 U HF mg/L 0.50 2.0 1.0 SM 4500 SO3 
B

Analysis Date: 05/04/2015 1723Analysis Batch: 280-275917
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Analytical Data

Client:   GSI Environmental, Inc Job Number:   280-68601-2

General Chemistry

Client Sample ID:

Lab Sample ID:

54401-MW181-0415

Client Matrix:

280-68601-3FD

Water

Date Sampled:  04/30/2015 1105

Date Received: 05/01/2015 0725

Analyte Result Qual Units MDL RL Dil Method

Total Phosphorus as PO4 0.015 U mg/L 0.015 0.15 1.0 365.1
Analysis Date: 05/12/2015 1951Analysis Batch: 280-277169

Prep Batch: 280-277109 Prep Date: 05/12/2015 1517

Sulfite 0.50 U HF mg/L 0.50 2.0 1.0 SM 4500 SO3 
B

Analysis Date: 05/04/2015 1723Analysis Batch: 280-275917
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Quality Control Results

Job Number:   280-68601-2Client:   GSI Environmental, Inc

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-277109

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

051215TPHOS.xls

50.0   mL

50.0   mLUnits: mg/L

Method: 365.1
Preparation: 365.2/365.3/365

WC_KonelabMB 280-277109/4-A

Analysis Date: 05/12/2015  1951

Analysis Batch:

Prep Batch:

Leach Batch: N/A

280-277169

280-277109

Prep Date:

Leach Date:

05/12/2015  1517

N/A

Analyte RLMDLQualResult

0.015 U 0.150.015Total Phosphorus as PO4

Water

1.0

Lab Control Sample - Batch:  280-277109

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

051215TPHOS.xls

50.0   mL

50.0   mLUnits: mg/L

Method: 365.1
Preparation: 365.2/365.3/365

WC_KonelabLCS 280-277109/3-A

Analysis Date: 05/12/2015  1951

Analysis Batch:

Prep Batch:

Leach Batch:

280-277169

280-277109

N/A

Prep Date:

Leach Date:

05/12/2015  1517

N/A

Analyte QualLimit% Rec.ResultSpike Amount

1.53 1.64 107 90 - 110Total Phosphorus as PO4

Dilution:

Dilution:

Water

1.0

1.0

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

051215TPHOS.xls

50.0   mL

50.0   mL

051215TPHOS.xls

50.0   mL

50.0   mL

Method: 365.1
Preparation: 365.2/365.3/365

WC_Konelab

WC_Konelab

280-68601-3

280-68601-3

MS Lab Sample ID:

MSD Lab Sample ID:

Matrix Spike/
Matrix Spike Duplicate Recovery Report - Batch:  280-277109

05/12/2015  1951

N/A

Analysis Date:

Prep Date:

Leach Date:

Analysis Batch:

Prep Batch:

Leach Batch:

280-277169

280-277109

N/A

Analysis Date:

Prep Date:

Leach Date:

05/12/2015  1951

05/12/2015  1517

N/A

Analysis Batch:

Prep Batch:

Leach Batch:

280-277169

280-277109

N/A

05/12/2015  1517

Analyte RPD LimitRPDLimit

% Rec.

MS MSD MS Qual MSD Qual

107 101 90 - 110 6 10Total Phosphorus as PO4
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Quality Control Results

Job Number:   280-68601-2Client:   GSI Environmental, Inc

Water

05/12/2015  1951 05/12/2015  1951

Dilution: Dilution:1.0 1.0

Client Matrix: Client Matrix: Water

Method: 365.1
Preparation: 365.2/365.3/365

Units: mg/L280-68601-3 280-68601-3MS Lab Sample ID: MSD Lab Sample ID:

Matrix Spike/
Matrix Spike Duplicate Recovery Report - Batch:  280-277109

Analysis Date:

Prep Date:

Leach Date:

05/12/2015  1517

N/A

Analysis Date:

Prep Date:

Leach Date:

05/12/2015  1517

N/A

Amount

Sample

Analyte Result/Qual Amount Result/Qual Result/Qual

MS MSDMS Spike MSD Spike

0.015 U 1.53 1.53 1.64 1.55Total Phosphorus as PO4
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Quality Control Results

Job Number:   280-68601-2Client:   GSI Environmental, Inc

WaterClient Matrix:

1.0Dilution:

Lab Sample ID:

Method Blank - Batch:  280-275917

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

50   mL

50   mLUnits: mg/L

Method: SM 4500 SO3 B
Preparation: N/A

N/A

No Equipment AssignedMB 280-275917/1

Analysis Date: 05/04/2015  1723

Analysis Batch:

Prep Batch:

Leach Batch:

N/A

N/A

280-275917

Prep Date:

Leach Date:

N/A

N/A

Analyte RLMDLQualResult

0.50 U 2.00.50Sulfite

Water

1.0

Lab Control Sample - Batch:  280-275917

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

50   mL

50   mLUnits: mg/L

Method: SM 4500 SO3 B
Preparation: N/A

N/A

No Equipment AssignedLCS 280-275917/2

Analysis Date: 05/04/2015  1723

Analysis Batch:

Prep Batch:

Leach Batch:

280-275917

N/A

N/A

Prep Date:

Leach Date:

N/A

N/A

Analyte QualLimit% Rec.ResultSpike Amount

31.0 20.0 65 50 - 150Sulfite

mg/LUnits:

Water

Dilution: 1.0

Duplicate - Batch:  280-275917

Lab Sample ID:

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

50   mL

50   mL

Method: SM 4500 SO3 B
Preparation: N/A

N/A

No Equipment Assigned280-68601-2

Analysis Date: 05/04/2015  1723

Analysis Batch:

Prep Batch:

Leach Batch:

280-275917

N/A

N/A

Prep Date:

Leach Date:

N/A

N/A

Analyte QualLimitRPDResultSample Result/Qual

0.500.50 U NC 20 USulfite
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DATA REPORTING QUALIFIERS

Client:   GSI Environmental, Inc Job Number:   280-68601-2

Lab Section Qualifier Description

General Chemistry

Field parameter with a holding time of 15 minutes. Test performed by 
laboratory at client's request.

HF

Indicates the analyte was analyzed for but not detected.U

Result is less than the RL but greater than or equal to the MDL and the 
concentration is an approximate value.

J
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Quality Control Results

Client:   GSI Environmental, Inc Job Number:   280-68601-2

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report
Basis

General Chemistry

Analysis Batch:280-275917
Lab Control Sample Water SM 4500 SO3 BLCS 280-275917/2 T
Method Blank Water SM 4500 SO3 BMB 280-275917/1 T

Water54400-MW181-0415 SM 4500 SO3 B280-68601-2 T
Duplicate Water SM 4500 SO3 B280-68601-2DU T

Water54401-MW181-0415 SM 4500 SO3 B280-68601-3FD T

Prep Batch: 280-277109
Lab Control Sample Water 365.2/365.3/365LCS 280-277109/3-A T
Method Blank Water 365.2/365.3/365MB 280-277109/4-A T

Water54400-MW181-0415 365.2/365.3/365280-68601-2 T
Water54401-MW181-0415 365.2/365.3/365280-68601-3FD T

Matrix Spike Water 365.2/365.3/365280-68601-3MS T
Matrix Spike Duplicate Water 365.2/365.3/365280-68601-3MSD T

Analysis Batch:280-277169
Lab Control Sample Water 280-277109365.1LCS 280-277109/3-A T
Method Blank Water 280-277109365.1MB 280-277109/4-A T

Water 280-27710954400-MW181-0415 365.1280-68601-2 T
Water 280-27710954401-MW181-0415 365.1280-68601-3FD T

Matrix Spike Water 280-277109365.1280-68601-3MS T
Matrix Spike Duplicate Water 280-277109365.1280-68601-3MSD T

Report Basis

T = Total

TestAmerica Denver
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Quality Control Results

Client: GSI Environmental, Inc Job Number: 280-68601-2

Laboratory Chronicle

05/01/2015  07:25

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:04/30/2015  11:05

280-68601-2 54400-MW181-0415

P:365.2/365.3/36
5

280-68601-G-2-A 280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 280-68601-G-2-A 280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

A:SM 4500 SO3 
B

280-68601-F-2 280-275917 05/04/2015  17:23 MRBTAL DEN1

05/01/2015  07:25

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:04/30/2015  11:05

280-68601-2 DU 54400-MW181-0415

A:SM 4500 SO3 
B

280-68601-F-2 DU 280-275917 05/04/2015  17:23 MRBTAL DEN1

05/01/2015  07:25

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:04/30/2015  11:05

280-68601-3 54401-MW181-0415

P:365.2/365.3/36
5

280-68601-G-3-A 280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 280-68601-G-3-A 280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

A:SM 4500 SO3 
B

280-68601-F-3 280-275917 05/04/2015  17:23 MRBTAL DEN1

05/01/2015  07:25

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:04/30/2015  11:05

280-68601-3 MS 54401-MW181-0415

P:365.2/365.3/36
5

280-68601-G-3-B MS 280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 280-68601-G-3-B MS 280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

05/01/2015  07:25

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: Received Date/Time:04/30/2015  11:05

280-68601-3 MSD 54401-MW181-0415

P:365.2/365.3/36
5

280-68601-G-3-C 
MSD

280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 280-68601-G-3-C 
MSD

280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

A = Analytical Method        P = Prep Method TestAmerica Denver
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Quality Control Results

Client: GSI Environmental, Inc Job Number: 280-68601-2

Laboratory Chronicle

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

MB N/A

P:365.2/365.3/36
5

MB 280-277109/4-A 280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 MB 280-277109/4-A 280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

A:SM 4500 SO3 
B

MB 280-275917/1 280-275917 05/04/2015  17:23 MRBTAL DEN1

Lab ID:

Method Bottle ID Run

Analysis 
Batch Prep Batch

Date Prepared / 
Analyzed Dil Lab Analyst

Client ID:

Sample Date/Time: N/A Received Date/Time: N/A

LCS N/A

P:365.2/365.3/36
5

LCS 280-277109/3-A 280-277169 280-277109 05/12/2015  15:17 AJSTAL DEN1

A:365.1 LCS 280-277109/3-A 280-277169 280-277109 05/12/2015  19:51 AJSTAL DEN1

A:SM 4500 SO3 
B

LCS 280-275917/2 280-275917 05/04/2015  17:23 MRBTAL DEN1

Lab References:
TAL DEN = TestAmerica Denver

A = Analytical Method        P = Prep Method TestAmerica Denver
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 280-68601-2TestAmerica Denver

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

phos cal std_00019 Orthophosphate 10 mg/L100 mL 1 mL05/19/15 05/12/15Phos Cal Int_00293 Di Water, Lot na
P 10 mg/L
Total Phosphorus as PO4 30.66 mg/L

08/01/16 (Purchased Reagent) Orthophosphate 1000 mg/LRicca, Lot 4408888.phos cal std_00019
P 1000 mg/L
Total Phosphorus as PO4 3066 mg/L

Phos ICV std_00010 Orthophosphate 10 mg/L100 mL 1 mL05/19/15 05/12/15phos icv Int_00275 Di Water, Lot na
P 10 mg/L
Total Phosphorus as PO4 30.66 mg/L

07/18/16 (Purchased Reagent) Orthophosphate 1000 mg/LLab Chem, Lot D198-09.Phos ICV std_00010
P 1000 mg/L
Total Phosphorus as PO4 3066 mg/L

05/05/15 05/04/15 1000 mL sodium sulfit_00005 0.314 g Sulfite 309.918 mg/LSulfite LCS_00128 Di Water, Lot na
03/31/17 (Purchased Reagent) Sulfite 98.7 %Acros, Lot A0343849.sodium sulfit_00005
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Version 0

Molecular weight 126.04

Molecular formula Na2 O3 S

CAS No 7757-83-7

Linear formula Na2SO3

Flash point (°C)

Certificate of Analysis 

 
 

 

 

 

Acros Organics quality system has been found to conform to quality management system ISO9001:2008 standard by SAI 
global Certificate number CERT-0063301. 
 
This is to certify that units of the below mentioned lot number were tested and found to comply with the specifications of 
the grade listed. Certain data have been supplied by third parties. Acros Organics expressly disclaims all warranties, 
expressed or implied, including the implied warranties of merchantability and fitness for a particular purpose. Unless 
otherwise stated, these products are not intended for use in manufacturing, consumption or application of drugs, 
cosmetics, dialysis, parenteral, injectable products, household chemicals, food additives, agricultural or pesticide products 
without further processing. The following are the actual analytical results obtained; 

Catalog Number 21927 Quality Test / Release Date 24 January 2014

Lot Number A0343849 Suggested Retest Date January 2019

Description Sodium sulfite,98.5%,for analysis,anhydrous 

Country of Origin BELGIUM

Declaration of Origin synthetic

Origin Comment

Result Name Specifications Test Value

Appearance White fine crystals or crystalline 
powder

White fine crystals

Assay Iodimetry >=98 % 98.5 %

Heavy metals (as Pb) =<10 ppm =<10 ppm

Free acid passes test passes test

Free alkali (Na2CO3) =<0.15 % =<0.15 %

Trace analysis Type: Cl measure =< 100 ppm Type: Cl measure =< 30 ppm

Trace analysis Type: Fe measure =< 10 ppm Type: Fe measure =< 10 ppm

Trace analysis Type: As measure =< 1 ppm Type: As measure =< 1 ppm

 

 
L. Van den Broek, QA Manager Issued: 21 February 2015

 
Acros Organics 
ENA23, zone 1, nr 1350, Janssen Pharmaceuticalaan 3a, B-2440 Geel, Belgium 
Tel +32 14/57.52.11 - Fax +32 14/59.34.34 Internet: http://www.acros.com 
1 Reagent Lane, Fair Lawn, NJ 07410,USA Fax 201-796-1329 
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Certification Summary
Client: GSI Environmental, Inc TestAmerica Job ID: 280-68601-2
Project/Site: GSI - McConnell AFB (SWMU 207)

Laboratory Authority Program EPA Region Certification ID

TestAmerica Denver 2907.01DoD ELAPA2LA

TestAmerica Denver 2907.01ISO/IEC 17025A2LA

TestAmerica Denver UST-30State ProgramAlaska (UST) 10

TestAmerica Denver AZ0713State ProgramArizona 9

TestAmerica Denver 88-0687State ProgramArkansas DEQ 6

TestAmerica Denver 2513State ProgramCalifornia 9

TestAmerica Denver PH-0686State ProgramConnecticut 1

TestAmerica Denver E87667NELAPFlorida 4

TestAmerica Denver N/AState ProgramGeorgia 4

TestAmerica Denver 200017NELAPIllinois 5

TestAmerica Denver 370State ProgramIowa 7

TestAmerica Denver E-10166NELAPKansas 7

TestAmerica Denver 02096NELAPLouisiana 6

TestAmerica Denver CO0002State ProgramMaine 1

TestAmerica Denver 8-999-405NELAPMinnesota 5

TestAmerica Denver CO0026State ProgramNevada 9

TestAmerica Denver CO004NELAPNew Jersey 2

TestAmerica Denver 11964NELAPNew York 2

TestAmerica Denver 358State ProgramNorth Carolina (WW/SW) 4

TestAmerica Denver R-034State ProgramNorth Dakota 8

TestAmerica Denver 8614State ProgramOklahoma 6

TestAmerica Denver 4025NELAPOregon 10

TestAmerica Denver 68-00664NELAPPennsylvania 3

TestAmerica Denver 72002001State ProgramSouth Carolina 4

TestAmerica Denver T104704183-13-8NELAPTexas 6

TestAmerica Denver P330-13-00202FederalUSDA

TestAmerica Denver CO00026NELAPUtah 8

TestAmerica Denver 460232NELAPVirginia 3

TestAmerica Denver C583State ProgramWashington 10

TestAmerica Denver 354State ProgramWest Virginia DEP 3

TestAmerica Denver 999615430State ProgramWisconsin 5

TestAmerica Denver 2907.01A2LAWyoming (UST) 8

Accreditation may not be offered or required for all methods and analytes reported in this package. Please contact your project manager for the laboratory’s 
current list of certified methods and analytes.
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COVER PAGE

Lab Name:   Job Number: 

Client Sample ID Lab Sample ID

GENERAL CHEMISTRY

Project: GSI - McConnell AFB (SWMU 207)

SDG No.:  

280-68601-2TestAmerica Denver

280-68601-2 54400-MW181-0415
280-68601-3 54401-MW181-0415

Comments:

05/19/2015Page 24 of 54



1B-IN
INORGANIC ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG ID.:

Matrix:

Lab Sample ID: 280-68601-2

Date Received: 05/01/2015  07:25

 

280-68601-2

54400-MW181-0415

Water 04/30/2015  11:05Date Sampled:

Reporting Basis: WET

GENERAL CHEMISTRY

TestAmerica Denver

CAS No. Analyte CUnits Q MethodRL MDL DILResult

Total Phosphorus as 
PO4

0.022 Jmg/L0.15 0.015 1 365.1

14265-45-3 Sulfite 0.50 Umg/L HF2.0 0.50 1 SM 4500 
SO3 B

FORM IB-IN 05/19/2015Page 25 of 54



1B-IN
INORGANIC ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG ID.:

Matrix:

Lab Sample ID: 280-68601-3

Date Received: 05/01/2015  07:25

 

280-68601-2

54401-MW181-0415

Water 04/30/2015  11:05Date Sampled:

Reporting Basis: WET

GENERAL CHEMISTRY

TestAmerica Denver

CAS No. Analyte CUnits Q MethodRL MDL DILResult

Total Phosphorus as 
PO4

0.015 Umg/L0.15 0.015 1 365.1

14265-45-3 Sulfite 0.50 Umg/L HF2.0 0.50 1 SM 4500 
SO3 B

FORM IB-IN 05/19/2015Page 26 of 54



2-IN

Lab Name: Job No.:

SDG No.:  

280-68601-2

Analyst: AJS Batch Start Date: 05/12/2015

Reporting Units: mg/L Analytical Batch No.: 277169

CALIBRATION QUALITY CONTROL
GENERAL CHEMISTRY

Sample
Number

QC 
Type Time Analyte Result

Spike
Amount

(%)
Recovery Limits Qual Reagent

TestAmerica Denver

ICV 19:51 Total Phosphorus as PO4 1.31 1.23 107 90-110 phos icv Int_00275 1

ICB 19:51 Total Phosphorus as PO4 0.015 U   2

CCV 19:51 Total Phosphorus as PO4 1.64 1.53 107 90-110 Phos Cal Int_00293 10

CCB 19:51 Total Phosphorus as PO4 0.015 U   11

FORM II-IN

Note! Calculations are performed before rounding to avoid round-off errors in calculated results.
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Lab Name: Job No.:

SDG No.:

Method Analyte Result Qual Dil

3-IN

 

280-68601-2

Lab Sample ID Units

TestAmerica Denver

METHOD BLANK
GENERAL CHEMISTRY

RL

Batch ID:  277169 Date: 05/12/2015 19:51  277109 Date: 05/12/2015 15:17Prep Batch:

0.015MB 280-277109/4-A U 10.15mg/LTotal Phosphorus as PO4365.1

Batch ID:  275917 Date: 05/04/2015 17:23

0.50MB 280-275917/1 U 12.0mg/LSulfiteSM 4500 
SO3 B

FORM III-IN
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Lab Name: Job No.:

SDG No.:

Matrix:

Analyte

 

280-68601-2

Method Lab Sample ID Result Unit
Spike
Amount

Pct.
Rec. LimitsC RPD

RPD
Limit Q

Water

5-IN
MATRIX SPIKE SAMPLE RECOVERY

GENERAL CHEMISTRY

TestAmerica Denver

Batch ID:  277169 Date: 05/12/2015 19:51 Prep Batch:  277109 Date: 05/12/2015 15:17

Total Phosphorus as PO4365.1 mg/L0.015280-68601-3 U

365.1 280-68601-3 
MS 

Total Phosphorus as PO4 1.64 mg/L 1.53 90-110107

FORM V-IN

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Lab Name: Job No.:

SDG No.:

Matrix:

Analyte

 

280-68601-2

Method Lab Sample ID Result Unit
Spike
Amount

Pct.
Rec. LimitsC RPD

RPD
Limit Q

Water

5-IN
MATRIX SPIKE DUPLICATE SAMPLE RECOVERY

GENERAL CHEMISTRY

TestAmerica Denver

Batch ID:  277169 Date: 05/12/2015 19:51 Prep Batch:  277109 Date: 05/12/2015 15:17

365.1 280-68601-3 
MSD 

Total Phosphorus as PO4 1.55 mg/L 1.53 101 90-110 6 10

FORM V-IN

Calculations are performed before rounding to avoid round-off errors in calculated results.
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6-IN

Lab Name: Job No.:

SDG No.:

Matrix:

Analyte RPD QualMethod

 

280-68601-2

Client
Sample ID

Lab
Sample ID Result Unit

RPD
Limit

Water

TestAmerica Denver

DUPLICATE
GENERAL CHEMISTRY

Batch ID:  275917 Date: 05/04/2015 17:23

SM 4500 
SO3 B

54400-MW181-0415 Sulfite mg/L0.50280-68601-2 U

Sulfite 0.50 NCSM 4500 
SO3 B

54400-MW181-0415 280-68601-2 DU mg/L 20 U

Calculations are performed before rounding to avoid round-off errors in calculated results.

FORM VI-IN
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7A-IN

Job No.: 280-68601-2

LAB CONTROL SAMPLE
GENERAL CHEMISTRY

Lab Name:

SDG No.:  

Q
RPD

LimitRPDLimits
Pct.
Rec.

Spike
AmountUnitCResultAnalyteLab Sample IDMethod

Matrix: Water

TestAmerica Denver

Batch ID:  277169 Date: 05/12/2015 19:51  277109 Date: 05/12/2015 15:17Prep Batch:

LCS Source: Phos Cal Int_00293

1.53 107365.1 LCS 
280-277109/3-
A

Total Phosphorus as PO4 1.64 mg/L 90-110

Batch ID:  275917 Date: 05/04/2015 17:23

LCS Source: Sulfite LCS_00128

31.0 65SM 4500 
SO3 B

LCS 
280-275917/2

Sulfite 20.0 mg/L 50-150

FORM VIIA-IN

Calculations are performed before rounding to avoid round-off errors in calculated results.
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9-IN

Instrument ID: WC_Konelab

280-68601-2Job Number:

WaterMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

TestAmerica Denver

DETECTION LIMITS

365.1 MDL Date: 11/29/2010 00:00Method:

365.2/365.3/365Prep Method:

Analyte Wavelength/
Mass

RL MDL
(mg/L) (mg/L)

Total Phosphorus as PO4 0.015330.15

FORM IX - IN
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9-IN

Instrument ID: WC_Konelab

280-68601-2Job Number:

WaterMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

TestAmerica Denver

CALIBRATION BLANK DETECTION LIMITS

365.1 XMDL Date: 11/29/2010 00:00Method:

Analyte Wavelength/
Mass

XRL XMDL
(mg/L) (mg/L)

Total Phosphorus as PO4 0.015330.15

FORM IX - IN
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9-IN

Instrument ID: NOEQUIP

280-68601-2Job Number:

WaterMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

TestAmerica Denver

DETECTION LIMITS

SM 4500 SO3 B MDL Date: 11/01/2009 00:00Method:

Analyte Wavelength/
Mass

RL MDL
(mg/L) (mg/L)

Sulfite 0.52

FORM IX - IN
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9-IN

Instrument ID: NOEQUIP

280-68601-2Job Number:

WaterMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

TestAmerica Denver

CALIBRATION BLANK DETECTION LIMITS

SM 4500 SO3 B XMDL Date: 11/01/2009 00:00Method:

Analyte Wavelength/
Mass

XRL XMDL
(mg/L) (mg/L)

Sulfite 0.52

FORM IX - IN
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12-IN
PREPARATION LOG

Lab Name: Job No.:

SDG No.:

280-68601-2

GENERAL CHEMISTRY

TestAmerica Denver

Prep Method: 365.2/365.3/365

Lab
Sample
ID

Preparation
Date

Initial
Weight

Final 
Volume

Prep
Batch

Initial
Volume

(mL) (mL)

05/12/2015 15:17  277109LCS 280-277109/3-A 50.050.0
05/12/2015 15:17  277109MB 280-277109/4-A 50.050.0
05/12/2015 15:17  277109280-68601-2 50.050.0
05/12/2015 15:17  277109280-68601-3 50.050.0
05/12/2015 15:17  277109280-68601-3 MS 50.050.0
05/12/2015 15:17  277109280-68601-3 MSD 50.050.0

FORM XII-IN
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13-IN
ANALYSIS RUN LOG

Lab Name: Job No.:

SDG No.:

Instrument ID: Method:

Start Date: End Date:

 

TestAmerica Denver 280-68601-2

WC_Konelab

05/12/2015 19:51 05/12/2015 20:47

365.1

GENERAL CHEMISTRY

Lab
Sample
ID

D
/
F

Time

Analytes
T
-
P
O
4

T
y
p
e

1 19:51 XICV 280-277109/1-A 

1 19:51 XICB 280-277109/2-A 

1 19:51 XLCS 280-277109/3-A T

1 19:51 XMB 280-277109/4-A T

1 19:51 X280-68601-2 T

1 19:51 X280-68601-3 T

1 19:51 X280-68601-3 MS T

1 19:51 X280-68601-3 MSD T

19:51ZZZZZZ

1 19:51 XCCV 280-277109/11-A 

1 19:51 XCCB 280-277109/12-A 

19:55ICV 280-277109/1-A 

19:55ICB 280-277109/2-A 

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55ZZZZZZ

19:55CCV 280-277109/11-A 

19:55CCB 280-277109/12-A 

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58ZZZZZZ

19:58CCV 280-277109/23-A 

19:58CCB 280-277109/24-A 

20:24ZZZZZZ

20:24ZZZZZZ

20:24ZZZZZZ

20:24ZZZZZZ

20:24ZZZZZZ

20:24CCV 280-277109/23-A 

20:24CCB 280-277109/24-A 

FORM XIII-IN 05/19/2015Page 38 of 54



13-IN
ANALYSIS RUN LOG

Lab Name: Job No.:

SDG No.:

Instrument ID: Method:

Start Date: End Date:

 

TestAmerica Denver 280-68601-2

WC_Konelab

05/12/2015 19:51 05/12/2015 20:47

365.1

GENERAL CHEMISTRY

Lab
Sample
ID

D
/
F

Time

Analytes
T
-
P
O
4

T
y
p
e

20:47ZZZZZZ

20:47CCV 280-277109/23-A 

20:47CCB 280-277109/24-A 

Prep Types

T = Total/NA

FORM XIII-IN 05/19/2015Page 39 of 54



13-IN
ANALYSIS RUN LOG

Lab Name: Job No.:

SDG No.:

Instrument ID: Method:

Start Date: End Date:

 

TestAmerica Denver 280-68601-2

NOEQUIP

05/04/2015 17:23 05/04/2015 17:23

SM 4500 SO3 B

GENERAL CHEMISTRY

Lab
Sample
ID

D
/
F

Time

Analytes
O
3
S
-
2

T
y
p
e

1 17:23 XMB 280-275917/1 T

1 17:23 XLCS 280-275917/2 T

1 17:23 X280-68601-2 T

1 17:23 X280-68601-2 DU T

1 17:23 X280-68601-3 T

Prep Types

T = Total/NA

FORM XIII-IN 05/19/2015Page 40 of 54



05/19/2015Page 41 of 54



05/19/2015Page 42 of 54



05/19/2015Page 43 of 54



05/19/2015Page 44 of 54



05/19/2015Page 45 of 54



05/19/2015Page 46 of 54



05/19/2015Page 47 of 54



Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

280-68601-2

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Schwemin, Andrew J05/12/15  15:17277109

Batch Method:

TestAmerica Denver

365.2/365.3/365

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount Phos Cal Int 
00293

phos icv Int 
00275

AnalysisComment

50.0 mL 50.0 mL 2 mL pH 2ICV 
280-277109/1

365.2/365.3/
365, 365.1

50.0 mL 50.0 mL pH 2ICB 
280-277109/2

365.2/365.3/
365, 365.1

50.0 mL 50.0 mL 2.5 mL pH 2LCS 
280-277109/3

365.2/365.3/
365, 365.1

50.0 mL 50.0 mL pH 2MB 280-277109/4 365.2/365.3/
365, 365.1

54400-MW181-0415 50.0 mL 50.0 mL pH 2280-68601-G-2 365.2/365.3/
365, 365.1

T

54401-MW181-0415 50.0 mL 50.0 mL pH 2280-68601-G-3 365.2/365.3/
365, 365.1

T

54401-MW181-0415 50.0 mL 50.0 mL 2.5 mL pH 2280-68601-G-3 
MS

365.2/365.3/
365, 365.1

T

54401-MW181-0415 50.0 mL 50.0 mL 2.5 mL pH 2280-68601-G-3 
MSD

365.2/365.3/
365, 365.1

T

50.0 mL 50.0 mL 2.5 mL pH 2CCV 
280-277109/11

365.2/365.3/
365, 365.1

50.0 mL 50.0 mL pH 2CCB 
280-277109/12

365.2/365.3/
365, 365.1

Batch Notes

Block Digestor Name A

First End time 1830

Ammonium Persulfate Lot # Ammonium SO4_00018

Oven, Bath or Block Temperature 1 140 Centigrade

Pipette ID wc5MLBB

First Start time 1630

Sulfuric Acid Reagent ID Number 11N h2s04_00037

ID number of the thermometer 140

Digestion Tube/Cup Lot # 1408268-7A-4332-CA

Uncorrected Temperature 140 Celsius

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 1365.1
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

280-68601-2

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Schwemin, Andrew J05/12/15  19:51277169

Batch Method:

TestAmerica Denver

365.1

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount CalcMsg

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

ICV 
280-277109/1-A

365.1

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

ICB 
280-277109/2-A

365.1

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

LCS 
280-277109/3-A

365.1

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

MB 
280-277109/4-A

365.1

54400-MW181-0415 2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

280-68601-G-2-A 365.1 T

54401-MW181-0415 2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

280-68601-G-3-A 365.1 T

54401-MW181-0415 2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

280-68601-G-3-B 
MS

365.1 T

54401-MW181-0415 2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

280-68601-G-3-C 
MSD

365.1 T

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

CCV 
280-277109/11-A

365.1

2.0 mL 2.0 mL Not Calculated. 
No Phosphorus 

result

CCB 
280-277109/12-A

365.1

2.0 mL 2.0 mL OKLCS 
280-277109/3-A

365.1

2.0 mL 2.0 mL OKMB 
280-277109/4-A

365.1

54400-MW181-0415 2.0 mL 2.0 mL OK280-68601-G-2-A 365.1 T

54401-MW181-0415 2.0 mL 2.0 mL OK280-68601-G-3-A 365.1 T

54401-MW181-0415 2.0 mL 2.0 mL OK280-68601-G-3-B 
MS

365.1 T

54401-MW181-0415 2.0 mL 2.0 mL OK280-68601-G-3-C 
MSD

365.1 T

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 2365.1
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

280-68601-2

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Schwemin, Andrew J05/12/15  19:51277169

Batch Method:

TestAmerica Denver

365.1

Batch Notes

Ammonium Molybdate Reagent ID Number tphos color1_00036

Ascorbic Acid Reagent ID Number Ascorbic Acid_00169

Potassium Antimonyl Tartrate Reagent ID tphos color1_00036

Pipette ID wc5MLBB wc1000AA

Perform Calculation (0=No, 1=Yes) 1

Sulfuric Acid Reagent ID Number tphos color1_00036

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 2 of 2365.1
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

280-68601-2

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Bland, Morgan R05/04/15  17:23275917

Batch Method:

TestAmerica Denver

SM 4500 SO3 B

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount TitrantBlank TitrantVolume1 Sulfite LCS 
00128

50 mL 50 mL 0.1 mL 0.00 mLMB 280-275917/1 SM 4500 SO3 
B

50 mL 50 mL 0.1 mL 2.00 mL 5 mLLCS 
280-275917/2

SM 4500 SO3 
B

54400-MW181-0415 50 mL 50 mL 0.1 mL 0.00 mL280-68601-F-2 SM 4500 SO3 
B

T

54400-MW181-0415 50 mL 50 mL 0.1 mL 0.00 mL280-68601-F-2 
DU

SM 4500 SO3 
B

T

54401-MW181-0415 50 mL 50 mL 0.1 mL 0.00 mL280-68601-F-3 SM 4500 SO3 
B

T

Batch Notes

Batch Comment pipets: 1000AB ,5000EE, 1000CC

Nominal Amount Used 50 mL

Normality 0.0125 N

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 1SM 4500 SO3 B
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Shipping and
Receiving
Documents
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Login Sample Receipt Checklist

Client: GSI Environmental, Inc Job Number: 280-68601-2

Login Number: 68601

Question Answer Comment

Creator: Muniz, Ashley T

List Source: TestAmerica Denver

List Number: 1

N/ARadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Denver 05/19/2015Page 54 of 54
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